Comminuted Patellar Fracture: A Summary of the Latest Updates

Arash Sharafatvaziri1, Ramin Shayan-Moghadam2, Mohammad Naghi Tahmasebi3, Mohammad Tahami4, Fardis Vosoughi5,6

1Fellowship of Knee, Sport and Reconstruction Surgery, Department of Orthopedic Surgery, Shariati Hospital, Tehran University of Medical Sciences, Tehran, Iran
2Resident, Department of Orthopedic Surgery, Shariati Hospital, School of Medicine, Tehran University of Medical Sciences, Tehran, Iran
3Professor, Department of Orthopedic Surgery, Shariati Hospital, School of Medicine, Tehran University of Medical Sciences, Tehran, Iran
4Assistant Professor, Department of Orthopedic Surgery, Bone and Joint Research Center, Chamran Hospital, Shiraz University of Medical Sciences, Shiraz, Iran
5Orthopedic Surgeon, Department of Orthopedic Surgery, Shariati Hospital, School of Medicine, Tehran University of Medical Sciences, Tehran, Iran
6Corresponding author: Fardis Vosoughi; Department of Orthopedic Surgery, Shariati Hospital, School of Medicine, Tehran University of Medical Sciences, Tehran, Iran. Tel: +98-218490800, Email: fardis.vosoughi@gmail.com

Received: 21 July 2019; Revised: 27 September 2019; Accepted: 09 November 2019

Keywords: Patella; Comminuted, Fracture; Fractures, Bone


In order to understand the reasoning behind the fixation strategies, it is essential to become familiar with the patella’s anatomy. Thick articular cartilage covers the proximal three quarters of the patella’s posterior surface, while the distal pole does not participate in the patellofemoral joint. From the four components of the quadriceps muscle, only the deep layer is attached to the patella. The superficial layer (rectus femoris muscle) passes anterior to the patella, and later, merges with the patellar tendon (2).

2- Injury Characteristics and Classification

In the well-known fracture and dislocation classification system of “Arbeits gemeinschaft für Osteosynthesefragen/ Orthopaedic Trauma Association” (AO/OTA), the patella is coded as number 34, and its comminuted fractures are classified as types 34C2 or 34C3 (5). Recently, there has been some skepticism in the conclusiveness of the AO/OTA classification. For example, coronal split patellar fractures are not particularly described by this classification, despite the different reduction/ fixation techniques required in this pattern (6).

From the injury mechanism perspective, direct blows cause the majority of simple transverse patellar fractures. Indirect mechanisms due to a sudden contraction of quadriceps muscle are less common (7, 8). Comminuted fractures usually happen in the setting of high-energy motor vehicle accidents, and bear the risk of extensive damage to the surrounding soft tissue.

3- Diagnosis

Joint effusion, hemorrhathosis, focal tenderness, and palpable defect between fracture pieces are commonly present in the setting of comminuted patellar fractures. In the case of concomitant retinacular tear, joint effusion might be absent. Status of the knee extensor mechanism and surrounding soft tissue could have a significant impact on the treatment strategy. However, the patient’s ability to actively extend the knee does not rule out a patellar fracture, as it could happen by using lateral retinacular attachments, iliobial band, or even adductor musculature (2). Moreover, the integrity of ligamentous structures needs special attention. The cruciate ligament...
Treatment goals are to restore the articular surface, maintain the knee extensor mechanism, restore anatomical alignment, prevent patellar bone loss as much as possible, and start an early rehabilitation program (11, 12). There is a wide variety of options for the treatment of comminuted patellar fractures. Non-operative treatment has been described for patients with severe osteoporosis and medical comorbidities that preclude proper anesthesia (10, 13). However, most comminuted cases eventually undergo surgery. Here, we review some of the most useful strategies.

### Surgical Approach

Common approaches for patellar fracture treatment are midline longitudinal incision and medial parapatellar incision. In both methods, the patient lies in a supine position with a cushion under the ipsilateral hip which prevents external rotation of the leg during surgery. Putting a cushion below the lower thigh provides 30-40 degrees of flexion in the knee joint. The sterile tourniquet can be set at 300 mmHg or more depending on the size of the thigh (14). For a highly complex intra-articular fractures, parapatellar arthroscopy, or a more extensive approach with osteotomy of the tibial tuberosity might be needed to evert the patella and to acquire a better exposure to the articular surface (15, 16).

### Fixation Methods

Various methods have been introduced lately for fixation of the comminuted patellar fracture, such as basket plates, mesh plates, circumferential cerclage wiring, modified tension band fixation, nickel-titanium patella concentrator, cable pin system, titanium cable cerclage, and plate-screw fixation. Due to the deteriorative effect of partial or total patellectomy on the strength and function of the quadriceps muscle and knee cartilage, patellectomy should be avoided whenever possible (17).

#### Tension Band Wiring (TBW) / Circular Cerclage

The modified TBW is a common technique for fixing patellar fractures, converting the pulling force of the extensor mechanism on the patella into compression forces. Two or more 1.5-2 mm K-wires are placed perpendicular to the fracture line with a figure-of-eight tension band to secure it. The ends of the K-wires are then concealed deep in the patella. A circular cerclage wire can then be placed around the patella in order to increase the reduction stability (Figure 2). Modified TBW has been successfully used in comminuted fractures but attention must be paid not to over-compress a comminuted fracture.

Augmenting TBW fixation with McLaughlin patellotibial cerclage is also helpful in comminuted or distal pole fractures (18). This construct reduces the quadriceps pull on the fracture during knee flexion. However, the risk of patella baja is a major drawback of this technique, which in most cases can be avoided with intraoperative fluoroscopy and measuring the appropriate amount of tightening of the wire.

Newer modifications of theTBW technique have lately been described. Cho et al. used a miniplate augmented TBW for comminuted patellar fractures with good results (6, 19). Using interfragmentary mini-screws or multiple wires has yielded varying results (20, 21).

One of the main downsides of TBW is, undoubtedly, the symptomatic hardware, which has forced many surgeons to abandon this technique. The rate of symptomatic hardware removal has been reported to be as high as 36.8% (20, 22-25). Concealing the hardware proximally in the soft tissue and more rigid fixation with screws or mini-plates has been reported to reduce this complication by preventing the proximal migration of the K-wires (6).

#### Basket Plate

Some surgeons prefer partial patellectomy in comminuted fractures of the distal pole, as they are usually not easy to reconstruct. Partial patellectomy could cause patella baja, resulting in a reduced postoperative range of motion (ROM) in the knee joint. Restoring the patellar height in such cases presents a challenge. In the last decades, using basket plates has become particularly popular. A basket plate’s special geometry conforms to that of patellar distal pole (Figure 3). With six hooks and screws, it is fixed under the comminuted patella to help stabilize the fracture and also maintain its height (26). Acceptable results have been reported with this fixation technique (27, 28). Similar techniques such as augmenting fixation with mesh plates and “X-Change Acetabular Revision Mesh” have also been introduced and successfully applied in comminuted patellar fractures with differing results (29, 30).
Patellar Concentrator: Nitinol patellar concentrator (NF-PC), with its 5 claws (2 proximal and 3 distal; Figure 4), has highly benefited from the deformability characteristics of nitinol (Nickel-Titanium alloy). A concentrator slightly smaller than the patient’s patella is chosen. Right after gaining reduction and before implantation, it is soaked in cold saline (0-4 °C) to make it soft and deformable. After fixing all five claws precisely around the patella, warm saline (40-45 °C) is poured on the plate to make it shrink again, imposing compression on the fracture surface. A mean union time of approximately two months has been reported with this technique with excellent results in more than 70% of patients (31). It seems that the high rates of implant breakage and fixation failure related to TBW would not happen with NT-PC. In addition, it does not require drilling, is MRI compatible, and allows earlier rehabilitation owing to the compressive effect (31, 32). Partial weight-bearing is allowed six weeks after surgery. After union, the plate can be removed using cold saline and a forceps to open the claws.

Figure 4. Nitinol patella concentrator

Craniofacial Mesh Plates: Mesh plates are widely used for fixation of craniofacial fractures. A 2.7 mm mesh variable angle plate can be cut and conformed to the appropriate shape and size (Figure 5). Then, it is fixed with 2.4 or 2.7 locking screws to the anterior surface of the fragmented patella (29, 30, 33-38). As the far cortex is the articular surface, it is imperative to use locking screws. ROM cannot be started right after the surgery and a two-week interval is usually needed. Acceptable results have been reported with mesh plate augmentation (33).

Figure 5. Mesh plate

The most important point to remember is that these new fixation methods are all measures to prevent partial/total patellectomy. All fixation devices that need to be applied on the anterior surface of the patella, including concentrators or mesh plates, may cause soft tissue irritation in kneeling postures or during ROM.

Partial Patellectomy: When the comminuted patella consists of a severely fractured distal pole and a main proximal fragment, it is reasonable to think of partial patellectomy due to the low chance of appropriate reduction and fixation. To keep the extensor compartment function, it is crucial to preserve the central portion of the patella and two-thirds of the articular surface (2, 30, 39). Additionally, reconstruction of the distal pole needs special attention because of the high tension produced by the quadriceps muscle. It is recommended to use McAulughlin cerclage for the first six weeks to prevent re-displacement.

The major drawback to this method is the decrease in the distance between the patella and tibial tuberosity after partial patellectomy which leads to patella baja and increased patellofemoral contact pressure. This may cause knee pain and early onset osteoarthritis (2).

Complete Patellectomy: Complete patellectomy is the equivalent of surrendering to the complex fracture and failure to maintain an effective extensor mechanism for the patient. The decision for total patellectomy should be individualized. Kaufer (39) showed that the 30% enhancement in quadriceps function enforced by the presence of the patella is crucial for the appropriate extension of the knee. He also highlighted the 15-50% increase in the traction forces exerted by quadriceps and patellar tendon after complete resection of the patella. All these events lead to quadriceps strength loss, swelling, limitation in ROM, persistent knee pain, and episodes of giving way. The biomechanical role of patella justifies the avoidance of patellectomy, even in severely displaced or comminuted fractures in which great effort should be made to reconstruct the patella. Nevertheless, patellectomy might be inevitable in severe osteomyelitis or severely comminuted fracture patterns.

5-Postoperative Care

After reliable perfect reduction and fixation, patients should initiate careful gentle progressive ROM over a four-week period. Continuous passive motion devices have proven to be helpful in the rehabilitation of these patients. The isometric contraction of quadriceps should be started as soon as possible. In comminuted fractures, we prefer to cast the knee in full extension and start the weight-bearing and isometric contraction exercises (40).

Conflict of Interest

The authors declare no conflict of interest in this study.

Acknowledgments

None.

References

